GEOMETRICAL FEATURE OF LUNG LESION IDENTIFICATION USING COMPUTED TOMOGRAPHY SCAN IMAGES

Mohd Firdaus Abdullah*, Siti Noraini Sulaimanb,c, Muhammad Khusairi Oman, Noor Khairiah A. Karimc, Samsul Setuminb, Iza Sazanita Isaa, Adi Izhar Che Ania

aCentre for Electrical Engineering Studies, Universiti Teknologi MARA, Cawangan Pulau Pinang, 13500 Permatang Pauh, Pulau Pinang Malaysia
bIntegrative Pharmacogenomics Institute (iPROMISE), UiTM Puncak Alam Campus, Bandar Puncak Alam, Puncak Alam, Selangor, 42300, Malaysia
cAdvanced Medical and Dental Institute, Universiti Sains Malaysia, Bertam 13200 Kepala Batas, Pulau Pinang, Malaysia

*Corresponding author f.abdullah@uitm.edu.my

Graphical abstract

Lung lesion identification is an important aspect of an early lung cancer diagnosis. Early identification of lung cancer may assist physicians in treating patients. This paper uses computed tomography scan images to present a lung lesion identification geometrical feature. From the previous studies, lung segmentation is particularly challenging because differences in pulmonary inflation with an elastic chest wall can result in significant variability in volumes and margins when attempting to automate lung segmentation. Besides, the features used to describe a lung lesion focus on image features which are geometric, appearance, texture, and others. This study develops an image processing technique that uses image segmentation algorithms to segment lung lesions in computed tomography images. The suggested approach includes the following stages, which require image processing techniques: data collection, image segmentation, and performance evaluation. The computed tomography scan images were collected from Advanced Medical and Dental Institute (AMDI), Universiti Sains Malaysia database. As a contribution to biomedical engineering, this study has successfully calculated the performance of the image processing method for lung segmentation, which gets an average accuracy of 99.38%, recall is 99.45%, and F-score is 99.6. The lung lesion segmentation approach based on the object’s size could help investigate image abnormality for medical analysis. From the study, 80% of the total lesion identification using the proposed method was correctly predicted when compared with the radiologist’s lesion mark. The experiment results found clear support for the next stage of this research.

Keywords: Computed tomography, image processing, image segmentation, lung cancer, lung lesion

Abstract

Lung lesion identification is an important aspect of an early lung cancer diagnosis. Early identification of lung cancer may assist physicians in treating patients. This paper uses computed tomography scan images to present a lung lesion identification geometrical feature. From the previous studies, lung segmentation is particularly challenging because differences in pulmonary inflation with an elastic chest wall can result in significant variability in volumes and margins when attempting to automate lung segmentation. Besides, the features used to describe a lung lesion focus on image features which are geometric, appearance, texture, and others. This study develops an image processing technique that uses image segmentation algorithms to segment lung lesions in computed tomography images. The suggested approach includes the following stages, which require image processing techniques: data collection, image segmentation, and performance evaluation. The computed tomography scan images were collected from Advanced Medical and Dental Institute (AMDI), Universiti Sains Malaysia database. As a contribution to biomedical engineering, this study has successfully calculated the performance of the image processing method for lung segmentation, which gets an average accuracy of 99.38%, recall is 99.45%, and F-score is 99.6. The lung lesion segmentation approach based on the object’s size could help investigate image abnormality for medical analysis. From the study, 80% of the total lesion identification using the proposed method was correctly predicted when compared with the radiologist’s lesion mark. The experiment results found clear support for the next stage of this research.

Keywords: Computed tomography, image processing, image segmentation, lung cancer, lung lesion

Abstrak

Pengenalpastian nodul paru-paru adalah aspek penting dalam diagnosis kanser paru-paru pada peringkat awal. Pengenalpastian awal kanser paru-paru boleh membantu pakar perubatan dalam merawat pesakit. Projek ini membentangkan ciri geometri pengecaman nodul paru-paru menggunakan...
1.0 INTRODUCTION

Lung cancer is a disease that occurs in the lungs and could spread to other body parts. This lung cancer could lead to death and has become the second most common cancer worldwide for both gender [1]. Lung cancers start evolving in the lungs and might spread to lymph nodes or organs within the frame, including the brain [2]. Since lung cancer tends to spread or metastasize at an early stage after it forms, it is a very life risky cancer and one of the most challenging cancers to treat. According to the world health institution, approximately 8.8 million people die yearly from cancer, and cancer mortality is expected to keep increasing to 18 million in 2030. The mortality rate of lung cancer causing death is 27% of all deaths due to cancer [3]. Cancer occurs when the cell starts spreading and growing abnormally. The uncontrolled division of the cell could form a mass which is a tumour [4]. The tumour could occur in any part of the body; if it appears in the lung, it will be called lung cancer.

Early detection can improve treatment effectiveness and enhance patient survival [5]. Before any treatment is used, the doctor will diagnose the lung cancer patient to determine the lesion’s location, shape, and size by using imaging modalities. The imaging modalities include CT scan [5-7] and MRI [8,9]. However, a CT scan is preferred because it is easy to use and provides accurate classification and foreign mass location [6]. Besides, the use of MRI is expensive, time-consuming diagnostics, and less available than CT scan [11].

Clinical image processing and analysis are essential, particularly in lung applications. The use of image processing in clinical study or for diagnostic purposes has grown in popularity among medical experts due to the benefits of non-invasive techniques and the ability to analyze complex organs such as arteries, veins, bronchi, and bronchioles in the lung region. Through the innovation of scientific computing and the advancement of imaging technology, various efforts have been made to automate the human role in lung lesion identification [7-9].

Generally, a wealth of well-known publications have looked into developing computer-aided diagnosis (CAD) systems for lung cancer using different image modalities [10]. It is a highly effective method for assisting radiologists in improving diagnostic accuracy [11]. Image filtering, segmentation, nodule detection, and classification are part of a typical CAD system. Researchers have recently shown a growing interest in medical image processing techniques due to the requirement to construct an advanced clinical evaluation and diagnosis system. The procedure of image segmentation extracts the lung region from an image [12]. It differentiates between items in the foreground and background and becomes vital because it enhances the look by detecting lesions with higher precision and accuracy [13]. Despite its extensive clinical success, segmentation presents several challenges, including detecting and distinguishing the anatomical areas of the lung on a CT scan image. It may include applying human or automatic segmentation techniques to the entirety of the area. When different studies attempt to create lesion morphology, they encounter issues such as poor delimitation of the borders associated with the physical structure of the lungs and hazardous noise that varies with the intensity of each image.

Lesions identification in the lung region is the next step of lung cancer detection in CAD systems. Using image processing techniques, [14] implements feature extraction and classification of lung cancer
nODULES. EXTRACTION ONLY CONSIDERED THE FOLLOWING CHARACTERISTICS: AREA, PERIMETER, AND ECCENTRICITY. BEHIND THE FEATURES USED TO DESCRIBE A LUNG LESION FROM [15] FOCUS ON IMAGE FEATURES WHICH ARE GEOMETRIC, APPEARANCE, TEXTURE AND OTHERS. WITHOUT REFERRING TO THE INTENSITY INFORMATION, GEOMETRIC IMAGES DESCRIBE THE GEOMETRIC NATURE OF A LUNG LESION. A LESIONS VOLUME, AREA, PERIMETER, DIAMETER, SURFACE AREA, AND ASPECT RATIO ARE ALL GEOMETRIC FEATURES USED TO CHARACTERIZE IT [15].

THE GROUND TRUTH PHOTOS WERE MANUALLY TAGGED BY THE RADIOLIST AS A REFERENCE. THESE PRECISE DETECTION RESULTS MAY AID RADIOLISTENS IN AUTOMATICALLY ANALYSING AND DIAGNOSING PATIENTS’ DISEASES, SUCH THAT EARLY LUNG LESION TEST RESULTS MAY AID PATIENTS IN THERAPY BY MINIMISING RISK OR CONFIRMING THE ABSENCE OF TROUBLE [16-17]. IN LINE WITH THIS, THIS STUDY SEeks TO DISCOVER THE ROUNDNESS-BASED CHARACTERISTICS OF LESION AND NON-LESION CONDITIONS.

2.0 METHODOLOGY


2.1 DATA ACQUISITION

CT IMAGES ARE COLLECTED AT THE PATIENT CONTRIBUTED IMAGE REPOSITORY IN DIGITAL IMAGING AND COMMUNICATIONS IN MEDICINE (DICOM) PIXEL SIZE. DICOM HEADER DATA IS EXTRACTED AND ANALYZED USING THE MATLAB FUNCTION TO READS THE IMAGE DATA FROM THE COMPLIANT DICOM FILE. THIS STUDY RECEIVED INSTITUTIONAL ETHICS APPROVAL ON 8TH AUGUST 2019 FROM THE HUMAN RESEARCH ETHICS COMMITTEE OF USM (JEPeM) UNDER THE SCHOOL OF MEDICAL SCIENCES, USM, IPPT, BERTAM, PULAU PINANG [USM/JEPeM/19040231]. TO COMPLY WITH THE USED ETHICAL REGULATIONS, THE DATA IS DE-IDENTIFIED AND ANONYMIZED BEFORE BEING TRANSFERRED TO THE PUBLIC DOMAIN.

2.2 LUNG SEGMENTATION

THE PROCESS OF GROUPING PIXELS INTO SEVERAL HOMOGENEOUS REGIONS IS KNOWN AS IMAGE SEGMENTATION. THIS TASK WAS ESSENTIAL AND ONE OF THE MOST CRITICAL REQUIREMENTS IN MEDICAL IMAGE ANALYSIS. IT IS ONE OF THE FUNDAMENTAL TECHNIQUES FOR UNDERSTANDING IMAGES. THE MEDICAL STAFF (RADIOLOGISTS) FACE THE PROBLEM OF MANUALLY SCREENING HUNDREDS OF CT SCAN IMAGES. IT WILL PRODUCE A LATE DIAGNOSIS, RESULTING IN UNDESIRABLE CATASTROPHIC OUTCOMES, MISSED EARLY TREATMENTS, AND INCREASED HEALTH CARE COSTS.

IMAGE PRE-PROCESSING TECHNIQUES SUCH AS IMAGE ENHANCEMENT AND FILTERING TECHNIQUES THAT ARE BENEFICIAL TO DETECT/IDENTIFY THE FEATURES/CHARACTERISTICS OF CT SCAN IMAGES ARE USED TO IMPROVE IMAGE QUALITY AT THIS STAGE. ONCE THE IMAGE QUALITY IS IMPROVED, THE SUBSEQUENT IDENTIFICATION STAGE WILL BE MUCH EASIER. MOST IMAGE PROCESSING ALGORITHMS REQUIRE PRE-PROCESSING TO ENHANCE IMAGE QUALITY. IT IS A METHOD TO PERFORM SOME OPERATIONS ON AN IMAGE TO GET AN IMPROVED IMAGE OR EXTRACT SOME USEFUL INFORMATION FROM IT. IT IS A TYPE OF SIGNAL PROCESSING IN WHICH INPUT IS AN IMAGE, AND OUTPUT MAY BE AN IMAGE OR CHARACTERISTICS/FEATURES ASSOCIATED WITH THAT IMAGE. THE IMAGE WILL FIRST BE INPUT FOR THIS STUDY TO START THE PROCESS, AS IN FIGURE 2. THEN, THRESHOLDING IS THE MOST BASIC TECHNIQUE OF IMAGE SEGMENTATION.
Threshold value, thresh is used to separate lung CT images from their background by assigning an intensity value for each pixel. Each pixel is classified as an object or background point. The threshold value, thresh is determined by using Global thresholding Otsu’s method on a center windowed image, lcw of size \( W_w \times W_l \) where, \( W_w = W/3 \) and \( W_l = L/3 \). Image threshold will automatically determine different threshold values for one image using different algorithms. The black and white image, \( I_{BW}(x,y) \) is obtained by thresholding the intensities of \( I_G(x,y) \) based on the thresh value as in

\[
I_{BW}(x,y) = \begin{cases} 
1 & \text{if } I_G(x,y) > \text{thresh} \\
0 & \text{if } I_G(x,y) \leq \text{thresh} 
\end{cases}
\]

Where thresh is the threshold value determined using Otsu’s thresholding method. The result of thresholding is a binary image, where pixels with an intensity value of 1 correspond to objects, whereas pixels with 0 corresponding to the background. Morphological reconstruction may be conceptualized as successive dilations of one image (the marker image) until the contour of the marker image fits under a second image (the mask image). The peaks in the marker image “spread out,” or dilate, during morphological reconstruction. The following procedure fills all the holes with

\[
I_{BW}^F(x,y)_k = (I_{BW}(x,y)_{k-1} \ominus B) \cap A^C
\]

Where \( I_{BW}(x,y) \) is the black and white image, \( I_{BW}(x,y) \) is the black and white image with fills holes, B is the symmetric structuring element, and A is a set containing one or more connected components. The algorithm is executed iteratively and terminates at iteration step \( k \) if \( I_{BW}^F(x,y)_k = (I_{BW}(x,y)_{k-1} \ominus B) \cap A^C \). The set \( I_{BW}(x,y)_k \) then contains all the filled holes. The set union of \( I_{BW}^F(x,y)_k \) and A contains all the filled holes and their boundaries. The intersection at each step with \( A^C \) limits the result to inside the region of interest.

After that, the large Binary Large OObject (BLOB) in the image will be extracted with computing the areas of all blobs, sorting the computed areas in descending, and selecting the first blob (with the most significant area) only. Masking is an image processing technique in which a small ‘image piece’ is defined and used to alter a bigger image [16] as follows:

\[
I_{M}(x,y) = I_{BF}(x,y) \circ I_{BW}(x,y)
\]

Lastly, the lung region image segmentation will be the final result by applying image inversion to the \( I_{M}(x,y) \) represented as \( I_{M}^F(x,y) \). The area must determine each blob using how many connected neighbours and eliminate all blobs with a size less than \( \beta \) pixels. Empirically \( \beta = 1500 \) pixels.

2.3 Lung Lesion Segmentation

In this stage, the potential lesions will be identified after the lung segmentation stage from the recorded image sets from the patients. The main challenge is when the lesion signs are too small or close to the blood vessel. This issue requires more computational effort in image segmentation. The overall organs such as arteries, veins, bronchi, and bronchioles in the lung region will be identified based on their roundness to differentiate the lesion and others. Based on previous studies, no differences between genders were found regarding roundness. A roundness of 1 will indicates perfectly round [9]. An integrated analysis of CT roundness may improve the understanding of evaluating these lesions in clinical practice [7].

The geometrical properties of lung lesions are significant in distinguishing between benign and malignant lung lesions; for example, the larger the size of a nodule, the more likely it is to be malignant [11]. The thresholding technique calculates such geometric features from the suspicious binary region (SR). According to the literature [11], the growth of the malignant part (nodule here) is usually circular; thus, the roundness of the nodule is calculated using a simple equation:

\[
\text{Roundness} = \frac{4\pi \times \text{area}}{[\text{Perimeter}]^2}
\]

This metric value, also known as the roundness, circularity, or irregularity index [I], is equal to one for circles and less than one for all other shapes. It has been assumed here that the greater the circularity of the object, the greater the likelihood of that object being a nodule [9-11].

Circular shapes in the detected collection of structures were recognised using the size-invariant round/near-round shape detection technique proposed in [7]. As shown in Figure 3, the bronchioles and ship are cylindrical, while the lesions are spherical. The suggested strategy allows us to extract nodules of any shape, making our methodology template-independent in contrast to previous nodule template-based methodologies. To remove prospective lesion locations, a region-growing algorithm uses the centres of the potential nodule locations as seed points.

Figure: Error! No text of specified style in document. The region square in white is a lesion and the region squared in red is a non-lesion.
2.4 Performance Evaluation

The calculated evaluation performance refers to the accuracy, recall, and F-score test. The accuracy measurement was calculated based on the actual or known value. The total number of lung nodule pixels detected is divided by the number of lung lesion and background pixels seen to calculate recall. The accuracy of an algorithm is more precisely reflected by the F-score, which is the harmonic mean of precision and recall. Only with strong recall and precision can one achieve a high F-score. The formula for each test is provided below [18].

\[
\text{Accuracy} = \frac{(T_p+T_n)}{(T_p+T_n+F_p+F_n)} \quad (5)
\]
\[
\text{Recall} = \frac{T_n}{(T_p+F_n)} \quad (6)
\]
\[
\text{F-Score} = \frac{(2\times\text{Precision}\times\text{Recall})}{(\text{Precision}+\text{Recall})} \quad (7)
\]

Where

- \(T_p\) = true positive
- \(T_n\) = true negative
- \(F_p\) = false positive
- \(F_n\) = false negative

True Negative, TN is the number of background pixels and True Positive, TP is the number of lung nodule pixels correctly classified. False Positive, FP is an incorrect classification of the number of lung nodule pixels and False Negative, FN is the incorrect classification of the number of background pixel.

3.0 RESULTS AND DISCUSSION

The primary objective of this research is to develop automated lung lesions segmentation for different CT sequences. The system to be constructed must process the images to detect signal abnormalities and extract the features of the lesion.

This chapter is divided into three main parts. The first part of this chapter presents the data collections. The second part for lung segmentation results. Finally this chapter presents the results of the lung lesion segmentation stages, including the roundness analysis for lesion segmentation.

3.1 Data Collections

A total 20 lung CT images used in this study. According to earlier research, there were no gender variations in roundness. The evaluation of these lesions in clinical practice may be improved by an integrated examination of CT roundness [7]. The CT image dataset used in this study was obtained from the Imaging Department at AMDI, USM, Kepala Batas, Pulau Pinang.

3.2 Analysis of Lung Segmentation

The threshold value is used to distinguish lung CT images from the background by assigning an intensity value to each pixel. Each pixel is classified as either an object point or a background point. The results revealed an optimized threshold value for correctly separating lung CT images from the background automatically was 0.2706. The range level was specified in between 0 and 1, regardless of the class of the input image. Several factors contributed to perfect lung segmentation in the image pre-processing. Higher image sharpness and uniform image had the most significant influence to the process. Figure 4 illustrates the pre-processed images with the automatic threshold value 0.2706.

A total of 20 lung imaging samples were collected for evaluation. Each blob’s area was calculated using its 4/8 linked neighbours, CC, and P. All blobs with sizes smaller than 1500 pixels were eliminated. The overall effectiveness of the image processing technique based on Accuracy, Recall, and F-score is displayed in Figures 4 to 5.

According to the analysis, even when the values of CC and P change, the result does not significantly alter, demonstrating that the image processing technique is the best way to segment the image for lung cancer segmentation. Because CC = 4 and CC = 8 use the same scanning approach, which is simply scanning two-dimensional connectivities images, the result displays the average score for all 4 values for CC and P with no increase or substantial decrease. Figure 8 displays 4- and 8-connected connections. According to this explanation, it is 4-connected because pixels are connected if their edges contact. If two pixels are on and connected along the horizontal or vertical, they are considered to be a single object. The edges or corners of pixels that are 8-connected are what connect them. If two pixels are connected in a horizontal, vertical, or diagonal direction and are both on, they are considered to be a single object. Because of this, the outcomes have not changed significantly. The items’ total number of pixels is P. The findings won’t change no matter how many P there are because only the label matrix’s equation based on the P-value will be altered.

Because 8 is the standard connection for 2-D images, this study uses that value to achieve the required outcomes. If two pixels’ corners or edges
come into contact when they are 8-connected, as in Figure 5, they are linked. Two neighbouring pixels are regarded as belonging to the same object if they are both on and connected in a horizontal, vertical, or diagonal direction.

![Figure 5 8-connected](image)

Image segmentation is the process of grouping pixels into several homogeneous regions. This task was necessary and one of the essential requirements in analysing medical images. It is one of the basic techniques that help in image understanding. The method was evaluated by calculating the Accuracy, Recall and F-score. Table 1 shows the overall performance value of CC = 8, P=1500 for 20 images used for lung segmentation. Based on the output, the performance results for lung segmentation produced an average value of accuracy at 99.38%, recall at 99.45% and F-score at 99.60%.

<table>
<thead>
<tr>
<th>Image</th>
<th>Accuracy</th>
<th>Recall</th>
<th>F-score</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>99.67</td>
<td>99.73</td>
<td>99.84</td>
</tr>
<tr>
<td>2</td>
<td>99.57</td>
<td>99.64</td>
<td>99.79</td>
</tr>
<tr>
<td>3</td>
<td>99.51</td>
<td>99.60</td>
<td>99.76</td>
</tr>
<tr>
<td>4</td>
<td>99.34</td>
<td>99.46</td>
<td>99.67</td>
</tr>
<tr>
<td>5</td>
<td>99.27</td>
<td>99.40</td>
<td>99.63</td>
</tr>
<tr>
<td>6</td>
<td>99.24</td>
<td>99.37</td>
<td>99.62</td>
</tr>
<tr>
<td>7</td>
<td>99.27</td>
<td>99.40</td>
<td>99.63</td>
</tr>
<tr>
<td>8</td>
<td>99.29</td>
<td>99.41</td>
<td>99.64</td>
</tr>
<tr>
<td>9</td>
<td>99.33</td>
<td>99.45</td>
<td>99.67</td>
</tr>
<tr>
<td>10</td>
<td>99.25</td>
<td>99.38</td>
<td>99.62</td>
</tr>
<tr>
<td>11</td>
<td>99.28</td>
<td>99.41</td>
<td>99.64</td>
</tr>
<tr>
<td>12</td>
<td>99.18</td>
<td>99.32</td>
<td>99.59</td>
</tr>
<tr>
<td>13</td>
<td>99.14</td>
<td>99.29</td>
<td>99.57</td>
</tr>
<tr>
<td>14</td>
<td>99.50</td>
<td>99.29</td>
<td>98.92</td>
</tr>
<tr>
<td>15</td>
<td>99.46</td>
<td>99.22</td>
<td>98.81</td>
</tr>
<tr>
<td>16</td>
<td>99.37</td>
<td>99.47</td>
<td>99.68</td>
</tr>
<tr>
<td>17</td>
<td>99.44</td>
<td>99.53</td>
<td>99.72</td>
</tr>
<tr>
<td>18</td>
<td>99.46</td>
<td>99.55</td>
<td>99.73</td>
</tr>
<tr>
<td>19</td>
<td>99.47</td>
<td>99.55</td>
<td>99.73</td>
</tr>
<tr>
<td>20</td>
<td>99.48</td>
<td>99.56</td>
<td>99.74</td>
</tr>
<tr>
<td>Average</td>
<td>99.38</td>
<td>99.45</td>
<td>99.60</td>
</tr>
</tbody>
</table>

Figure 6 shows the ground truth image before and after the image processing technique has been implemented. To construct a ground truth image, the manual segmentation technique used image segmentation in the MATLAB programme. This manual segmentation was accomplished by employing a graph cut in the generate mask tools to crop the lung image’s shape without altering or modifying the format. As a result, it is simpler to see the details of the lung image. To further improve the accuracy of the hand segmentation, the background of the lung was removed by designating the undesirable areas.

![Figure 6 (a)Ground truth image. (b) The result after applying image processing technique](image)

3.3 Analysis of Lung Lesion Segmentation

The lung lesion segmentation approach based on the object’s size was capable of helping in investigating image abnormality for medical analysis. For lung lesion segmentation, it was more challenging due to the complexity of the lung anatomy and structure. Therefore, the output of this study will be used for the following method for the lung lesion segmentation system. The lesions differ from other structures present in the lung in many aspects. One key difference is their shape, and we exploit this property to isolate the nodules from the non-nodules structures, i.e vessels and bronchi. The size-invariant round/ near round shape is used to identify the circular shapes in the detected structures [7].

In contrast to existing nodule template-based techniques, the proposed strategy enables the extraction of lesions of any shape, making this methodology independent of any nodule template. Based on Figure 7(a), the region in a square is a lesion and other non-lesions. While Figure 7(b) shows the ground truth for manually segmentized lesion.

![Figure 7 (a)the region in square is a lesion and others non lesion. (b) ground truth image for lung lesion segmentation](image)

Table 2 shows the average performance results for lung lesions segmentation. The performance results for lung lesions segmentation produced an average accuracy value of 99.92%, recall at 42.79% and F-score at 56.45%. The accuracy test determines how well a diagnostic test identifies and rules out a
specific condition. The percentage of the actual lung region correctly segmented using this method is called recall. The F-score is the harmonic mean of precision and recall, reflecting an algorithm's accuracy more accurately. Table 2 shows that recall and F-score values are lower when compared to accuracy due to the True Positive (TP) value is low. This is because after segmentation there will be non-lesion part as in Figure 7(a) that can effect the TP value when compared to the ground truth image as in Figure 7(b).

Table 2 Average performance for lung lesion segmentation

<table>
<thead>
<tr>
<th>Image</th>
<th>Accuracy</th>
<th>Recall</th>
<th>F-score</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>99.97</td>
<td>57.74</td>
<td>73.2</td>
</tr>
<tr>
<td>2</td>
<td>99.98</td>
<td>83.56</td>
<td>91.04</td>
</tr>
<tr>
<td>3</td>
<td>99.92</td>
<td>64.88</td>
<td>78.70</td>
</tr>
<tr>
<td>4</td>
<td>99.86</td>
<td>54.29</td>
<td>70.37</td>
</tr>
<tr>
<td>5</td>
<td>99.96</td>
<td>45.03</td>
<td>62.10</td>
</tr>
<tr>
<td>6</td>
<td>99.95</td>
<td>40.52</td>
<td>57.67</td>
</tr>
<tr>
<td>7</td>
<td>99.87</td>
<td>47.05</td>
<td>63.99</td>
</tr>
<tr>
<td>8</td>
<td>99.96</td>
<td>45.03</td>
<td>62.10</td>
</tr>
<tr>
<td>9</td>
<td>99.90</td>
<td>92.93</td>
<td>96.33</td>
</tr>
<tr>
<td>10</td>
<td>99.96</td>
<td>32.28</td>
<td>48.91</td>
</tr>
<tr>
<td>11</td>
<td>99.95</td>
<td>8.27</td>
<td>15.27</td>
</tr>
<tr>
<td>12</td>
<td>99.91</td>
<td>20.74</td>
<td>34.36</td>
</tr>
<tr>
<td>13</td>
<td>99.91</td>
<td>21.80</td>
<td>35.81</td>
</tr>
<tr>
<td>14</td>
<td>99.89</td>
<td>16.26</td>
<td>27.97</td>
</tr>
<tr>
<td>15</td>
<td>99.93</td>
<td>33.75</td>
<td>50.46</td>
</tr>
<tr>
<td>16</td>
<td>99.94</td>
<td>42.85</td>
<td>60.00</td>
</tr>
<tr>
<td>17</td>
<td>99.94</td>
<td>39.26</td>
<td>56.38</td>
</tr>
<tr>
<td>18</td>
<td>99.87</td>
<td>18.07</td>
<td>30.62</td>
</tr>
<tr>
<td>19</td>
<td>99.87</td>
<td>45.60</td>
<td>57.50</td>
</tr>
<tr>
<td>20</td>
<td>99.89</td>
<td>45.80</td>
<td>56.30</td>
</tr>
<tr>
<td>Average</td>
<td>99.92</td>
<td>42.79</td>
<td>56.45</td>
</tr>
</tbody>
</table>

A roundness value indicates a circular item near to one [9]. For those categorised as test samples of an artificial neural network for upcoming study, the form values of the test samples are comparable to one in a range of +/- 5%, indicating the possibility of the object being a lung nodule is relatively high. Based on Table 3, out of 20 images, 16 or 80% of the total lesion identification using the proposed method was correctly predicted when compared with the lesion mark by the radiologist. This is due to the lesion indications are too small or too close to a blood vessel, it is challenging to diagnose. For image segmentation, this problem calls for more excellent computational work. However, the findings demonstrate that, compared to the image the radiologist had annotated, the proposed method could detect a lesion based on roundness value.

Table 3 Roundness value for lesion and non-lesion

<table>
<thead>
<tr>
<th>Image</th>
<th>Roundness Value</th>
<th>Using Geometrical Features</th>
<th>Marked by Radiologist</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>1.15</td>
<td>Non-Lesion</td>
<td>Non-Lesion</td>
</tr>
<tr>
<td>2</td>
<td>1.13</td>
<td>Non-Lesion</td>
<td>Non-Lesion</td>
</tr>
</tbody>
</table>

4.0 CONCLUSION

In conclusion, the results of the proposed procedure and method for lung segmentation in CT images were presented and discussed in detail. The results were organised into three major parts; image preprocessing procedure and methodology for automated lung identification, the developed software to perform the automated lung lesion identification and performance comparison of the proposed method with ground truth. The procedure has been developed to facilitate radiologists segmenting the lung region for lung cancer identification using this method. As a contribution to biomedical engineering, this study has successfully calculated the performance of the image processing method for lung segmentation, which gets an average of the accuracy of 99.38%, recall is 99.45%, and F-score is 99.6. This result shows that all performance values are above 99%, which is excellent for the image segmentation performance standard. The findings were used for lung lesion segmentation.

The results were compared to the manual lesion segmentation that the radiologist marked to ensure that the proposed automated lung lesion was reliable. From the analysis, 80% of the total lesion identification using the proposed method was correctly predicted when compared with the radiologist's lesion mark. The experiment results found clear support for the next stage of this research. With the excellent results obtained in this research, future
work will apply the outcome, i.e., using the optical flow method to detect the lesions for lung cancer identification purposes. This may be considered a promising aspect in realizing an intelligent, fast, and accurate method for lung cancer identification.

Acknowledgement

This research work was financially supported by the Ministry of Higher Education Grant Scheme (FRGS) “A new Motion-based Optical flow Cancer Detection method for Lung Nodule Segmentation on Lung CT-Scan Images” (Ref: FRGS/1/2021/TK0/UITM/02/58) and ethics from Universiti Sains Malaysia (USM/JEPeM/19040231). The authors would like to express their gratitude to members of the Machine Learning Research Group (MLRG), Integrative Pharmacogenomics Institute (IPROMISE), and Centre for Electrical Engineering Studies, Universiti Teknologi MARA, Cawangan Pulau Pinang for their assistance and guidance during the fieldwork. Finally, the authors are grateful to Universiti Teknologi MARA, Cawangan Pulau Pinang for their immense administrative and financial support.

References


